Introduction: Laser hair removal needs an accurate understanding of tissue structure and chromophores content in order to optimize the selection of laser irradiation parameters. None of the optimized laser therapy might lead to side effects in skin tissue such as severe erythema, burn, scar etc. Therefore, guidance by a noninvasive real-time diagnostic method like optical spectroscopy technique is beneficial. The purpose of this survey is to analysis the skin hemoglobin spectrum quantitatively before and after hair removal laser irradiation to minimize the side effects of the procedure. Methods: To carry out a spectroscopy study, a halogen-tungsten light source was used in the wavelength region of 400-700 nm on an ocean optic device. The measurements were made on the facial area under identical conditions. Total 19 volunteers for laser hair removal by gentle laser Candela, ranging 14-49 years old, were included in the study. A total of 18 spectra were taken from each person, 9 spectra before hair removal as a reference and 9 subsequent spectra. Colorimetry was done for all acquired before and after spectrums using Origin software (version 8.6). Then, the erythema index derived for each spectrum. Statistical analysis of correlation and normalization in colorimetry data were done using data analysis by SPSS (version 16). Results: Spectra analysis, before and after optical reflectance spectrums in laser hair removal procedure, revealed the subpeak derivation, and concentration on special visible wavelength 510-610 nm. We studied the changes of skin chromophores absorption. The derived erythema index [E] and colorimetry parameters a*, b*, l* were compared and correlated statistically. There was a statistically considerable direct linear correlation between a* and E while inverse linear correlation was observed for l* and E and no correlation for b* and E. Conclusion: Diffuse reflectance spectroscopy showed its potency as an accurate, noninvasive realtime as complementary method for laser treatment to detect erythema as a complication of the method, in order to optimize the parameters based on the tissue characteristics in various candidates.
Introduction
The skin as the external organ of the human body consists of three main layers epidermis, dermis, and hypodermis. 1 Visual subjective evaluation of the skin disease diagnosis and its response to treatment has long been of interest to physicians. However, this method leads less information on complication results. The use of more modern analytical technologies can be very effective as a complementary objective method in diagnosis and treatment. The biggest problem in medical science is the study of skin and the examination of skin diseases in a noninvasive, precise manner with minimal injuries. Accordingly, optical techniques have been widely used in recent years. Reflectance diffusion spectroscopy is one of these optical techniques that enable low-cost and nondestructive provision of information on morphology, optical and biochemical properties of the skin tissue. 2 In medicine, the laser was used as a hair removal tool in 1996 for the first time. Failure to choose optimal laser irradiation parameters such as energy density, pulse duration, etc, and variety of optical properties of the different skin types lead to complications such as burn, erythema, changes of skin pigment changes and scar following the laser irradiation, which in turn results in patient dissatisfaction. 3, 4 Erythema (redness), as a side effect due to laser therapy, leads increased blood flow or hyperemia of blood capillaries in the subcutaneous layers, which in turn leads to the appearance of red spots on the skin surface. This complication is caused by various causes such as injury, heat, insects, drug sensitivity, and epilation or laser hair removal, and all factors leading to the dilation of the capillaries and ultimately redness. 5, 6 Since the physician uses subjective assessment to evaluate the skin condition after laser hair removal in most cases, and standard objective assessment methods such as biopsy and histopathologic tests are time-consuming and invasive, there is a vital need for a complementary method with minimal injury to the tissue structure. Optical spectroscopy is suggested in this case. 7, 8 Diffusive reflection-based spectrometry technique, as well as its application in colorimetry is widely used as a simple, fast, noninvasive and precise method for the investigation of biological tissues. Approximately 94% of the light reflected the surface of the tissue penetrates into it and undergoes multi-absorption and scattering events, and part of this penetrated light comes back to the skin surface, which is called a diffusive reflection. This technique is able to provide information on the morphology and biochemical properties of the tissue. 9 The spectrometry is based on the interaction of the light beam with the biological tissue. The dominant phenomena occurring during light-tissue interaction include reflection, refraction, scattering, and absorption. Each of these phenomena provides very useful and effective information on the biological tissue. Scattering occurs due to the presence of micrometric components such as collagens, microorganisms, and lipids. 10 The fact that which phenomenon is most dominant depends on the tissue undergoing irradiation and the wavelength of the incoming beam. In this regard, the wavelength is a very important factor, on which the coefficient of refraction, absorption, and scattering depends.
11
The CIE-Lab model-based colorimetry technique (due to its proximity to the human eye) provides a quantitative review of the information received from the skin by the three parameters of l*, a* and b*. l* indicates the intensity of light ranging from 0 [black] to 100 [white] . a* indicates the sample color on a scale ranging from green (negative values) to red (positive values) and b* denotes the sample color on a scale ranging from blue (negative values) to yellow (positive values). 12, 13 Considering that absorption mainly occurs in the skin tissue by water molecules and macromolecules, such as proteins and chromophores, including hemoglobin, melanin, beta-carotene and bilirubin pigments, our main focus is on the hemoglobin pigment in order to determine the effect of the laser on it and high absorption in the visible region. [14] [15] [16] The characteristic of blood absorption in the visible region of the spectrum is mainly affected by the hemoglobin. Hemoglobin, an iron-containing protein, gives blood its red color. In addition, hemoglobin plays an important role in keeping the shape of red blood cells. There are two types of hemoglobin in the blood: oxyhemoglobin and deoxyhemoglobin. Oxyhemoglobin absorbs visible light in the wavelengths of 420, 542 and 577 nm, and deoxyhemoglobin in the wavelengths of 430, 555, and 760 nm. In general, hemoglobin, like melanin, is more absorbed at shorter wavelengths. 17, 18 The aim of this research is to investigate the spectral behavior of skin hemoglobin pigment after laser irradiation and to use of CIE-Lab colorimetric method after erythema in patients undergoing laser hair removal in order to quantify their pigment data. Accordingly, after laser irradiation and the occurrence of erythema, the absorption spectrum of patients, as well as their subpeaks was studied in the visible range of the electromagnetic spectrum. The most effective spectral region is extracted to evaluate the changes in the hemoglobin pigment after irradiation as well as the amount of erythema. The erythema index is calculated based on the obtained data and its results are compared with the quantitative one from the colorimetry technique.
Methods

Patients
This research was conducted between Septembers to December 2016, in a medical laser clinic in Tehran under the supervision of dermatologists. During this time interval, totally 19 female volunteers, aged 14-49 years, were included for this study. First, the experiment process was explained to individuals, and participants were enrolled in the study with the full consent regarding research methodology. All considerations of laser hair removal procedure were applied. Moreover, the spectroscopy was done for all included patients no more than 10 minutes after laser hair removal.
Hair Removal Laser System Alexandrite's laser with a wavelength of 755 nm was used in this research. Variable parameters given to the device by the physician are different depending on the density and thickness of the hair and the color of the skin and hair. The pulse energy density and pulse duration were chosen as two important laser irradiation parameters, according to the physician's diagnosis.
Diffuse Reflectance Spectroscopy
To carry out a spectrometric study, a halogen-tungsten light source was used in the wavelength region of 400-700 nm. The source light is irradiated to the skin surface by the optical fiber. Part of the penetrated light is scattered and dispersed due to the internal structure of the skin and returns to the incident ray and leaves the skin through its surface. As shown in Figure 1 , the light underwent the diffuse reflection process is then collected by a fiber optic based on a two-way probe. The reflection probe consists of seven fibers that lie adjacent to each other. Six fibers send light on the skin and the central fiber collects light scattered from the skin surface and transmits the information to the spectrometer (USB2000, Ocean Optics Inc).
After ensuring the calibration of the device, the measurements were made on their facial area under identical clinical conditions. A total of 18 is transmission spectra were taken from each patient, 9 spectra before hair removal as a reference and 9 subsequent spectra.
Information is transmitted through a spectrometer to a computer for quantitative analysis and then processed as a function of the wavelength by Origin version 8.6 software. According to equation 1, the absorption spectrum can be calculated from the inverse of the reflection logarithm at each wavelength using this software.
(1) In equation 1, A demonstrates the absorption rate in λ wavelength and R is the reflection coefficient in that wavelength. Since absorption is obtained indirectly from the reflection spectrum, it is indicative of apparent absorption.
Considering the complex structure of the skin and the effect of melanin pigment as a strong absorbent, which affects the entire region of the visible spectrum, the corresponding subpeak Lorenz curves of equation 2 were plotted according to the absorption peaks of the hemoglobin and the bilirubin pigments in order to the investigate the effect of eliminating these unwanted agents on any of the absorption spectra. The present article also used the compatibility feature of Lorentzian functions found in the Origin software. 
y 0 denotes the minimum spectrum value along the vertical axis, A shows the area under the curve and W is the maximum width setting. x c also shows the value of the center of the Lorentzian function subpeaks. Using the resulting subpeaks, it is possible to accurately evaluate each of the hemoglobin and bilirubin pigments independent of the other components present in the skin. The concept of hemoglobin with an erythema index (E) is estimated, which is proportional to the absorption intensity in this spectral range. The erythema index is later calculated by equation 
That A is the apparent absorption intensity according to equation 1 for each wavelength.
Colorimetry
The spectroscopy software enables colorimetry capability based on the CIE-Lab model to examine skin erythema. Based on this capability, according to the skin reflection spectrum and the specification of the reference light (D 65 ) and the type of observer (2 degrees), it is possible to obtain quantitative data l*, a* and b* which, respectively, represent the brightness, the level of laser irradiationinduced erythema (redness) and the amount of jaundice (bilirubin pigment) present in the skin.
Analysis
All data related to the recorded spectra of patients were analyzed using the graphing software OriginPro 8.6. Origin graphs and analysis results can automatically update on data or parameter change, allowing you to create templates for repetitive tasks or to perform batch operations from the user interface, without the need for programming. OriginPro offers advanced analysis tools and apps for peak fitting, surface fitting, statistics and signal processing. In fact, this analytical software comes up with our requirements in statistical data analysis and graphing. Furthermore, statistical analysis of correlation and normalization in colorimetry data, we take advantage of the statistical advisor, using data analysis by SPSS (version 16).
Results
We documented for all patients the process of facial laser hair removal, using standard clinical photography. Figure  2 shows a typical before and after photo.
Acquired spectrums before hair removal as a reference and subsequent spectra after laser hair removal were recorded and saved for more analysis. Each of these spectra was averaged in the pre and post laser irradiation phases, area under each curve was calculated and the results were finally compared with each other ( Figure 3A) . The spectrum obtained from all specimens was W shape and similar due to the same structure of skin pigments, and the only difference was related to the intensity and absorption of light by these pigments from one person to another. In order to eliminate the complexity of the skin structure according to equation 2, each absorption According to the results of the subpeaks investigation, the erythema index was calculated for each individual after laser post-irradiation, and the results were evaluated by the values obtained from the colorimetric test using a spectrometer and spectrum obtained from the skin.
As shown in Figure 3A , the apparent absorption spectrum of individuals was measured before and after laser irradiation and an increase is observed in the initial region of the visible spectrum as the wavelength range of 430-610 nm, after the laser irradiation (red spectrum). The results of matching the absorption intensity of the 2 diagrams at the end of the visible spectrum at the wavelength range of 610-700 nm show the lack of effect of laser irradiation on this region. Considering to the widespread absorption intensity of melanin pigment in the entire visible spectral region and the lack of effect of irradiation on the end of the spectrum, as well as the presence of hemoglobin and bilirubin pigment at the beginning of the spectral region and increasing the absorption intensity in this region, the area under the curve analysis is focused on the initial parts of the visible spectrum and these 2 pigments, which the percentage of change in the area under the curve is calculated before and after irradiation as shown in Table 1 .
Since the study focuses on the initial part of the spectrum, this the initial part has the maximum absorption of hemoglobin and bilirubin pigments; therefore, to study the behavior of each of these two pigments after laser irradiation and also to eliminate the effect of melanin pigment absorption intensity, the subpeaks with a Figure 3B shows the Lorentzian distribution of the absorption spectrum of each chromophore occurred separately and independently of other factors. The difference in height of absorbance intensity for these two pigments [in each wavelength separately] was expressed before and after the laser irradiation in Table 1 .
Investigating the subpeaks is a better way to describe the process of changes, the cause, and the response mechanism of hemoglobin and bilirubin chromophores after laser irradiation. Table 1 shows the irregular process of change in 430 [hemoglobin] and 480 nm [bilirubin] and lack of dependence on bilirubin pigment. Also, from the point of view of skin tissue morphology, the study of the post-irradiation apparent absorption spectrum of the skin at the range of 510-610 nm is due to the absorption of hemoglobin and blood. The hemoglobin concept is estimated in accordance with equation 3 using the erythema index [E] and compared with the colorimetric parameters of l*, a* and b*. Figure 4 shows the behavior of the skin's erythema index after laser irradiation along with three colorimetric parameters based on computational and experimental data. Erythema is usually estimated by a* parameter and skin color by b* and l* parameters. The positive values of a* and b* were also taken into account.
It would possible to express the dispersion or dependence of this index on l*, a* and b* parameters by comparing the erythema index obtained from the absorption spectrum with the information on these parameters. Figure 4A In regards, the statistical analysis, the normality of a* and E factors was confirmed using one-sample KolmogorovSmirnov test while there was a statistically considerable direct linear correlation between them (Table 2) .
Moreover, the analysis was repeated for the normality of 2 b* and E factors were confirmed using one-sample Kolmogorov-Smirnov test and more analysis showed no correlation using Pearson correlation (Table 3) .
The normality of two l* and E factors was confirmed using one-sample Kolmogorov-Smirnov test and more analysis showed inverse considerable correlation using Pearson correlation (Table 4) .
Discussion
The aim of the present study was to investigate the effect of laser hair removal on the behavior of skin chromophores and the intensity of the skin erythema using tissue spectroscopy and the colorimetry. Since the comparison of the absorption spectrum obtained before and after laser irradiation increased in the wavelength range of 430-610 nm, the study was then limited to this wavelength range resulting from the absorption of hemoglobin and bilirubin pigments. An investigation of subpeaks with the correlation coefficient of 0.99 revealed the non-dependence of the resulting erythema on the bilirubin pigment, which in turn led to the selection of an effective spectral range in the wavelength range of 510-610 nm of the absorption spectrum. A statistically direct linear correlation between a* and E, an inverse linear correlation for l* and E and no correlation for b* and E showed the benefit of using Origin software CIELab colorimetry module in data analysis of spectroscopy during laser therapy. There are some limitations in the survey. For instance, a low number of patients entered in the study, the absence of male patients as volunteers, and the not availability of all skin types in the population study. However, the result showed that the spectroscopy system could be used in side effects analysis following laser radiation. A study with the more patients of all skin types for urgent and delayed erythema assessment due to laser radiation is suggested. Spectroscopy technique can be used for analysis injuries duo to inappropriate laser radiation and also the expression of standard in the selection of skin color as the displacement for visual diagnosis medicine. It seems that in laser therapy procedures like laser hair removal, use the reflectance spectroscopy can lead more accurate and lower risk for treatment outcomes. Also, this technique suggests a beneficial tool for diagnosis and assessment of various lesions, and vascular disease and Jaundice disease in children.
Conclusion
In conclusion, optical reflectance spectroscopy is suggested as an accurate, noninvasive real-time and a complementary method for laser treatment in clinics to detect erythema as a complication and might assist clinicians to optimize the parameters based on the tissue characteristics in various candidates to achieve a better clinical outcome.
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